
フレキシブル形マグネチックスタンド No. 7012-10 
Manual No.99MBH007B1 

------------------------------------------------------------------------------------ 
ペースメーカを使用されている方は本器を使用しないでください。磁

力によりペースメーカの誤作動を誘発する可能性があります。 
------------------------------------------------------------------------------------ 
 
------------------------------------------------------------------------------------ 
・本器をフロッピーディスクやその他磁気記憶装置に近づけないでく

ださい。磁力によりデータが消去されることがあります。 
・マグネットベースを吸着させる面の材質、厚さ、面粗さ、塗装など

の状態により吸着力は減少します。 
・マグネットベースの吸着面に傷や錆がありますと吸着力は減少し

ます。 
・本器を落下させたり、ぶつけたりすると破損や作動不良に原因と

なります。 
・マグネットの吸着力低下を防止するため、強力な磁力を持ってい

るトランスや脱磁器等の近くでは使用しないでください。 
・使用しない時は、マグネットを OFFにしておいてください。 
・性能確保のためマグネットベースは分解しないでください 
------------------------------------------------------------------------------------ 

 
１．特長 
本マグネチックスタンドは、てこ式ダイヤルゲージ（弊社のテストインジケータ）

などの軽量、低測定力タイプの取り付けを主目的とした測定冶具です。 
 
・ ベースにはマグネットを採用しており、縦・横・逆さの位置に、またＶ溝により、

円筒状のものにも確実に固定させることができます。 
・ 柱はワイヤの張力により任意の位置にロックできます。 
 
２．各部の名称（図１参照） 
① マグネットベース 
② レバー 
③ ハンドル 
④ ワイヤ調整金具 
⑤ 柱 
⑥ 調整スリーブ 
⑦ 廻り止めナット 
⑧ 取付ホルダ 
⑨ 締め付けナット 
⑩ ブッシュ 
⑪ 止め輪 

         
図１ 

 
 
 
 
 
 
 
 

３．使用方法 
ハンドル位置によるクランプの機能はご使用前に把握しておいてください。 
（図 2参照） 
１） ハンドルがフリー位置にあり、調整スリーブと回り止めナットが密着して

いないことを確認してください。 
２） 柱を固定するために調整スリーブを回し、ハンドルクランプ位置で柱を

固定できる状態に仮調整します。（図 3参照） 
３） 測定器のステムを取付ホルダの穴に差し込み、締め付けナットで仮固

定します。 
４） 測定箇所に測定器の先端（測定子）が届くようにマグネットベースを移

動させ、マグネットベースのレバーを ONにして吸着させます。 
５） 柱の屈曲度合い及び測定器の姿勢は、調整スリーブを回しながらハン

ドルクランプ位置で柱が固定できるように調整します。（図 4参照） 
６） 回り止めナットを回して調整スリーブに密着させて緩みを防止します。 
７） 測定箇所に測定器を適切な姿勢で接触させることが確認できましたら、

締め付けナットで測定器を固定し、クランプ位置にハンドルを回して柱を

固定します。 
 

重要 ----------------------------------------------------------------------------------------- 
・ ステム長が 16mmに満たない測定器を固定する場合には、傾いた姿勢にな
ることが予想され、確実に固定できない場合があります。 
・ 測定誤差を最小限に抑えるため、測定器の取扱説明書なども参照して適切

な姿勢で固定してください。 
・ ハンドルを緩める際は、装着している測定器を手で持って操作してください。 

----------------------------------------------------------------------------------------------- 
          

 
図２ 

    
図３                      図４ 
------------------------------------------------------------------------------- 
・ 柱をロックした状態で無理な調整をしないでください。クランプ

用ワイヤ破損の原因となります。 
・ 柱固定時に過度の力でハンドルを操作しないでください。クラ

ンプ用ワイヤ破損の原因となります。 
------------------------------------------------------------------------------- 
 

４．保守パーツ 
パーツ番号 品名 備考 
02AZC410 柱組立 図 1の⑤（⑥、⑦含む）一式 

 
●ご使用中にワイヤが切れた場合の交換手順を以下に説明します。 
１）図１の⑧、⑨、⑩を取り外します、 
２）⑪をペンチ等で外して③を抜き取ります。 
３）④から⑤一式を取り外し、交換用の柱組立を④に装着し、逆の手順で元

の状態に戻します。 
 
５．製品仕様 
コード番号 適用ステム径 質量 吸着力
7012-10 φ6mm, φ8mm, φ9.53 (3/8”) 1.4kg 600N

 

  

 

警告 

  

 

注意 

 

 

注意 



Flexible Magnetic Stand No. 7012-10 
Manual No.99MBH007B1 

 
------------------------------------------------------------------------------------ 
If you use a pacemaker, you must not use the Magnetic Stand. 
The magnetic force on the Magnetic Stand may cause 
malfunction of your pacemaker. 
------------------------------------------------------------------------------------ 
 
------------------------------------------------------------------------------------ 
・ Do not bring the Magnetic Stand near the floppy disk or other 

data storage media. Otherwise the data stored in these media 
may be deleted due to the magnetic force. 
・ The attractive force of a magnetic stand will be reduced 

depending on the conditions of a surface the magnetic base 
attracts, including material, thickness, surface roughness, and 
painting applied. 
・ The attractive force also reduces if the magnetic base 

attraction surface has scratches or rust on it. 
・ Dropping or bumping the magnetic stand will cause a 

breakage or defective in the instrument. 
・ When fixing the Magnetic Stand on the thick-coated surface, 

make sure that the instrument is securely fixed on the surface 
to avoid breakage or personal injury by dropping of the 
Magnetic Stand. 
・ To prevent deterioration in holding power of magnet, avoid 

using the fixture in the proximity of transformers or 
demagnetizer as they generate strong magnetic field, affecting 
the fixture’s performance. Be sure to keep the magnet base 
lever OFF when not in use. 
・ Do not disassemble the arm and the magnet base, or its 

performance can be deteriorated. 
------------------------------------------------------------------------------------ 
 

1. Features 
This magnetic stand is a measuring fixture for setting up a light-weight, low stylus 
force measuring tool such as a lever-type dial indicator (test indicator) in an 
appropriate measuring position. 
・ Employs the magnet base permitting the fixture to be mounted either horizontally, 

vertically, or even upside down. Also, a V-groove on the bottom of the base 
permits the fixture to be mounted even on something cylindrical. 
・ The pole can be locked at any desired position with the tension of the wire. 
 
2. Name of each part (see Fig. 1) 
 ①Magnet base 
 ②Lever 
 ③Handle 
 ④Wire adjuster 
⑤Pole 
⑥Adjusting sleeve 
⑦Lock nut 
⑧Mounting holder 

 ⑨Tightening nut 
⑩Bushing 
⑪Retainer ring 

 
Fig. 1 

 
 
 
 
 

 
3. Usage 
Please grasp the clamping function according to the handle position prior to use 
(see Fig. 2). 
  1) Ensure that the handle is in free position and that the adjusting sleeve and the 

locknut are not in close contact with each other. 
  2) To clamp the pole, rotate the adjusting sleeve to temporarily adjust it so that the 

pole can be clamped with the handle at the clamping position. (see Fig. 3) 
  3) Insert the stem of a measuring tool in the mounting holder hole, then 

temporarily clamp it with the tightening nut. 
  4) Locate the magnetic base in place so that the tip (contact point) of the 

measuring tool comes into contact with the measured point, then turn the lever 
ON to have the magnetic base fixed by attraction. 

  5) Adjust the degree of pole flexure and the measuring tool orientation so that the 
pole can be clamped with the handle at the clamp position while rotating the 
adjusting sleeve. (see Fig.4) 

  6) Rotate the locknut to bring it into close contact with the adjusting sleeve in 
order to prevent the sleeve from loosening/ 

  7) Ensure that the measuring tool has come in contact with the measured point in 
an appropriate orientation, clamp the measuring tool with the tightening nut, 
and then clamp the pole by turning the handle to the clamp position. 

 
IMPORTANT 
-------------------------------------------------------------------------------------------------------------- 
・A measuring tool with a stem of less than 16 mm in length may not be fixed firmly 

since this tool can be in an inclined orientation.  
・To minimize the possible measuring errors, fix the measuring tool in an appropriate 

orientation, referring to the Users Manual of the measuring tool. 
・Hold the measuring tool mounted on the magnetic stand by hand when loosening 

the handle. 
 ----------------------------------------------------------------------------------------------- 
 

 
Fig. 2 

 

    
Fig. 3                              Fig. 4 

 
------------------------------------------------------------------------------ 
・ Do not perform undue adjustment with the pole being 

clamped. This will cause a breakage in the clamp wire. 
・ Do not apply the excessive force to the handle when you 

clamp the pillar. 
------------------------------------------------------------------------------ 
 

4. Maintenance part 
Part No. Part name Remarks 

02AZC410 Post assemble One set of⑤(including⑥ and ⑦) 
of Fig .1 

●Use the procedures below for replacing the broken wire: 
  1) Remove parts ⑧, ⑨, and ⑩ shown in Fig.1. 
  2) Remove ⑪ using a pair of pliers or the like and take out ③. 
  3) Remove a set of parts ④ and ⑤, install the replacement assembly to ④, 

then reverse the procedures to restore the assembled state. 
 
5. Specifications 

Code No. Applicable  stem dia. Mass Magnetic force 
7012-10 φ6, φ8, φ9.53（3/8"） 1.4kg 600N 
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